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& Abstract

Objective. To estimate interobserver agreement among

colposcopy quality control reviewers viewing digitized cervi-

cal images during the Atypical Squamous Cells of Undeter-

mined Significance/Low-Grade Squamous Intraepithelial

Lesion Triage Study (ALTS).

Materials andMethods. Three colposcopy quality control

reviewers independently examined modem-transferred digi-

tized colposcopic images from subjects examined at four clin-

ical centers. Reviewers indicated colposcopic impression, Reid

colposcopic index scores, lesion size, and the technical quality

of the image. Rates of agreement were evaluated using the k

statistic and McNemar and Bowker tests of symmetry.

Results. Regarding colposcopic impressions, the average

weighted k for pairs of initial reviewers was 0.36 (95% confi-

dence interval, 0.33–0.39). k scores with respect to Reid colpo-

scopic index, cervical image quality, and lesion size ranged

from 0.23 to 0.28, 0.18 to 0.27, and 0.33 to 0.42, respectively.

Conclusions. Fair rates of agreement and poor to fair k

scores among ALTS colposcopy quality control reviewers were

noted for colposcopic impression, Reid colposcopic index

scores, image quality, and lesion size. Great latitude exists

in the interpretation of digitized cervical images. Poor image

quality partially may explain these suboptimal results. &

Key Words: colposcopy, quality control, ALTS, interobserver

agreement, cervical neoplasia

C olposcopists vary considerably with respect to

education and training, knowledge, management

preferences, diagnostic skill, and clinical experience

[1–6]. Colposcopic proficiency directly influences diag-

nostic accuracy, which ultimately impacts patient man-

agement and outcomes. Although this is important for

clinical practice, these issues also affect clinical trials

that depend heavily on achieving diagnostic precision

with respect to cervical neoplasia. Study endpoints, tri-

age thresholds, and inclusion and exclusion criteria de-

mand proper assignment by colposcopists.

Only in the past several years has the inclusion of col-

poscopy quality control in clinical trials been considered

seriously. The Atypical Squamous Cells of Undetermined

SignificanceLow-GradeSquamous Intraepithelial Lesion

Triage Study (ALTS) was the first National Cancer Insti-

tute trial to include colposcopy as part of the overall qual-

ity control effort [7]. This colposcopy quality control

program assembled a panel of expert colposcopists to

review digitized colposcopic images obtained during all

trial-related colposcopic examinations [8, 9]. In theory,

colposcopyquality control reviewof each subject�s exam-

ination was expected to maintain standard care and to

improve outcomes. However, little is known about the

actual performance of colposcopy quality control, partic-

ularly with respect to interobserver variability pertaining

to digitized cervical image assessment. The purpose of

the current study was to determine the interobserver

agreement of the colposcopy quality control group�s as-
sessment of digitized cervical images as part of the ALTS

trial.
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MATERIALS AND METHODS

Participants

Three colposcopists under contract by the National

Cancer Institute to provide colposcopy quality control

for the ALTS trial were considered for this report. Pre-

viously, these colposcopists had successfully completed

the Colposcopy Recognition Award examination offered

by the American Society for Colposcopy and Cervical

Pathology [10]. To be included as part of the quality con-

trol group, each also performed satisfactorily with re-

spect to pretrial quality control assessment [8]. Their

involvement in the ALTS trial was approved by the re-

spective institutional review boards (Medical College

of Georgia, University of California, Santa Barbara,

and Beth Israel Deaconess Hospital, Boston).

Materials

Quality control participants reviewed all digitized

colposcopic images obtained by clinical center colpo-

scopists during the enrollment and follow-up phases

of ALTS using standardized personal computers and cus-

tomized software (DenVu, Tucson, AZ). The software

provided a single screen designed to capture all relevant

data (Figure 1). These data included a low- and high-

magnification cervical image and various colposcopic

assessment items. The assessment items consisted of col-

poscopic adequacy (satisfactory, unsatisfactory), col-

poscopic impression (normal, cervicitis, atypical

metaplasia, low grade, high grade, cancer, vaginal intra-

epithelial neoplasia, vulvar intraepithelial neoplasia,

other), Reid�s colposcopic index categories and scores

[11, 12], lesion size (one to four quadrants), biopsy in-

tent (yes, no), biopsy location when necessary (a cursor

mark measured by pixel and line coordinates), and qual-

ity of digitized images (acceptable, out of focus, blood,

mucus, etc.). Except for assessment of image quality,

clinical center colposcopists entered the same data after

examining subjects. Quality control participants re-

ceived the two modem-transferred cervical images with-

out colposcopists� annotations for assessment. The

software automatically coordinated the transfer of

images and data by modem from the clinical centers

to the appropriate quality control reviewers. The soft-

ware also was designed to determine agreement of col-

poscopic impression and biopsy location among the

quality control reviewers. As soon as agreement for

these two measures was achieved by two of the quality

control reviewers, the data were returned by modem to

a central computer for archival and safety net purposes.

Study Design

Colposcopic images from each ALTS subject were

assessed initially by two colposcopy quality control

reviewers, chosen using a simple algorithm. Assessments

were performed individually and in a blinded fashion.

Except for subject age, the colposcopy quality control

reviewers were blinded from all subject data, including

referral and pathologic quality control cytologic results.

If the initial reviewers agreed as to both colposcopic im-

pression and biopsy site assessments, the data were sent

to the central computer for archival purposes. However,

Figure 1. The digital image screen exam-
ined by ALTS colposcopy quality control
reviewers.
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if discordance occurred with either interpretation, the

images were sent to the third reviewer for adjudication.

Concordance was not required for colposcopic adequacy,

lesion size, Reid colposcopic index score, or quality of

cervical image interpretations. A cervical cancer diag-

nosis by any reviewer prompted a safety net warning

to the clinical center and study coordinator.

Cervical biopsy, endocervical curettage, and electro-

surgical loop excisionprocedureswere completed, as nec-

essary, by the clinical center colposcopists. The quality

control reviewers did not advise clinicians as to the neces-

sity for these procedures. The histologic specimens were

interpreted first by clinical center pathologists and then

the ALTS pathology quality control group. For compara-

tive purposes, only the final diagnoses of the pathology

quality control group were used. Histologic diagnoses

were reported using the CIN classification system.

Statistical Analyses

For each study parameter, degree of agreement was

compared between reviewers using k statistics. To assess

systematic differences between raters� interpretations,
McNemar and Bowker tests of symmetry were used,

depending on whether the variable was dichotomous

or polychotomous. Simple percentage agreement statis-

tics were also calculated, with 95% confidence intervals.

However, for most of the ratings, a single category was

overwhelmingly likely, resulting in a high likelihood of

chance agreements between two raters. For this reason,

the k statistics were favored for most assessments. k

scores of 0.40 or less were considered poor, scores be-

tween 0.41 and 0.59 were considered fair, and score

of 0.60 ormorewere considered good. Expected agreement

rates were calculated using 3 3 3 3 3 tables (SAS PROC

FREQ Frequency Procedure; SAS Institute, Cary, NC).

Expected counts for the cells representing complete dis-

agreement were added and divided by sample sizes to

calculate proportions (percentages). Complements of

these percentages were the expected percentages for 2

or 3 of 3 agreement.

RESULTS

There were 4,731 initial colposcopic examinations

during ALTS. No quality control colposcopic impres-

sions were available for 1,093 cases because of hardware

or software problems associated with our use of this in-

novative quality control technology, leaving 3,638

evaluable examinations. Colposcopic impression agree-

ment among the colposcopy quality control reviewers

based on histologic diagnoses rendered by the pathology

quality control group was estimated (Table 1).

All three reviewers� colposcopic impressions dis-

agreed for 12 of 1091 (1.1%) examinations for which

there was no biopsy diagnosis, 51 of 1503 (3.4%)

examinations with a biopsy diagnosis of normal, 18 of

521 (3.5%) examinations with a biopsy diagnosis of

CIN 1, and 29 of 524 (5.5%) examinations with a biopsy

diagnosis of CIN 2 or worse. Based on the observed fre-

quencies of each of the diagnostic categories, such three-

way disagreement would be expected by chance alone

for 1.2% of examinations with no diagnosis, and

5.4%, 5.6%, and 9.0% of examinations with diagnoses

of normal, CIN 1, and CIN 2 or worse, respectively. At

least two reviewers agreed on 1079 of 1091 (98.9%)

examinations for which there was no biopsy diagnosis,

1452 of 1503 (96.6%) examinations with normal biopsy

results, 503 of 521 (96.5%) examinations with CIN 1,

and 495 of 524 (94.5%) examinations with CIN 2 or

worse. If agreement was the result of chance alone,

the expected agreement would be 98.8%, 94.6%,

Table 1. Colposcopy Quality Control Pairwise Diagnostic
Agreement of Colposcopic Impression by
Histologic Results

Quality control

reviewersa

Colposcopic impression

agreementb

p

valuecn % 95% CI k

Histologic diagnosis: none

1 and 2 898/1091 82.3 (79.9, 84.5) 0.21 0.4099

1 and 3 363/510 71.2 (67.0, 75.1) 0.09 0.0733

2 and 3 358/510 70.2 (66.0, 74.1) 0.14 0.0003d

Histologic diagnosis: normal

1 and 2 940/1503 62.5 (60.0, 65.0) 0.25 0.8986

1 and 3 631/1110 56.8 (53.9, 59.8) 0.23 0.0002e

2 and 3 700/1110 63.1 (60.1, 65.9) 0.35 0.0002f

Histologic diagnosis: CIN 1g

1 and 2 291/521 55.9 (51.5, 60.2) 0.29 0.0635

1 and 3 205/422 48.6 (43.7, 53.5) 0.20 0.0733

2 and 3 255/422 60.4 (55.6, 65.1) 0.38 0.0066h

Histologic diagnosis: $CIN 2

1 and 2 265/524 50.6 (46.2, 54.9) 0.32 0.0266i

1 and 3 252/456 55.3 (50.6, 59.9) 0.39 0.1319

2 and 3 250/456 54.8 (50.1, 59.5) 0.38 0.0012j

aPairs of colposcopy quality control reviewers.
bNumber, percent agreement, and 95% CI (confidence interval) for colposcopic impres-
sion agreement with histologic results.
cBowker test of symmetry.
dReviewer 2 tended to rate higher than reviewer 3.
eReviewer 1 rated more disagreements as CIN 1 vs. normal than reviewer 3.
Reviewer 3 rated more disagreements as $CIN 2 vs. normal or CIN 1 reviewer 1.
fReviewer 3 rated more disagreements as $CIN 2.
gCervical intraepithelial neoplasia.
hReviewer 2 rated more disagreements as CIN 1 vs. normal than reviewer 3.
Reviewer 3 rated more disagreements as $CIN 1 vs. normal or CIN 2 than reviewer 2.
iReviewer 2 tended to rate higher than reviewer 1.
jReviewer 3 rated more disagreements as CIN 1 than did reviewer 2.
Reviewer 2 rated more disagreements as CIN 1 than did reviewer 3.
Reviewer 3 diagnosed $CIN 1 when reviewer 2 diagnosed normal in 49 cases, whereas
reviewer 2 diagnosed $CIN 1 when reviewer 3 diagnosed normal in 89 cases.
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94.4%, and 91.0% for no diagnosis, normal, CIN 1, and

CIN 2 or worse, respectively. For all diagnoses, weighted

k for the initial two reviewers was 0.36 (95% confidence

interval, 0.33–0.39). Other agreement and k values for

each pair of reviewers are presented in Table 1. Highest

colposcopic impression k scores (0.32–0.39) were noted

for subjects with histologic diagnoses of CIN 2 or worse.

We also estimated pairwise agreement of reviewers

with respect to Reid colposcopic index scores (Table

2). The rates of agreement varied between 84.0% and

89.3%, reflecting the high percentage of scores of 0 to

2. k scores accordingly were much lower, ranging from

0.23 to 0.28. Significant scoring differences were ob-

served between reviewers 1 and 3 (p = 0.001), and

reviewers 2 and 3 (p = 0.002) because the third reviewer

tended to derive higher scores than the first two

reviewers.

Table 3 depicts colposcopy quality control reviewers�
pairwise agreement of digitized cervical image technical

quality. Quality agreement ranged between 70.0% and

73.0%. k scores varied from 0.18 to 0.27. Reviewer 1

tended to rate a significantly greater number of images

as acceptable compared with the other two reviewers.

All three reviewers rated 1,403 of 2,471 (56.8%; 95%

confidence interval, 54.8–58.7) images as adequate.

Agreement of lesion size by reviewers also was esti-

mated (Table 4). Of 3,639 examinations, two-way

agreement was reported for 2,593 (71.3%) cases,

three-way agreement for 463 (12.7%), and no agree-

ment for 582 (16.0%). Pairwise agreement of lesion size

ranged between 42.3% and 50.6%. k values varied from

0.33 to 0.42. Significant differences were noted for all

pairwise comparisons as greater lesion size was indi-

cated by reviewer 2 . 1 . 3.

CONCLUSIONS

Visual interpretation of infinitely varied objects

thought to be classified into several distinct categories

requires great skill. Classification of the spectrum of cer-

vical epithelial features as unique histologic equivalents

of subjective colposcopic findings has become routine

practice during the management of women with lower

genital tract neoplasia. We examined the ability of a col-

poscopy quality control group to derive identical assess-

ments of digitized cervical images obtained during the

ALTS trial. Although interobserver rates of agreement

for colposcopic impression were fair, the k values were

poor. In a previous publication, we reported rather low

rates of colposcopic impression agreement with histo-

logic diagnoses rendered by the ALTS pathology quality
Table 2. Colposcopy Quality Control Pairwise Diagnostic
Agreement of Reid Colposcopic Index Scoresa

Quality

control

reviewersb

Reid colposcopic index

agreementc

kd
p

valueen % 95% CI

1 and 2 3248/3638 89.3 (88.2, 90.3) 0.23 0.09

1 and 3 2115/2497 84.7 (83.2, 86.1) 0.28 0.001f

2 and 3 2098/2498 84.0 (82.5, 85.4) 0.25 0.002g

aReid colposcopic index categories of margin, color, and vessels were considered. Total
scores grouped as 0–2, 3, and 4–6. Iodine scores were not included. A score of 0–2 is pre-
dictive of immature metaplasia or CIN 1,3 equates to CIN 1 or 2, and 4–6 is CIN 2,3.
bPairs of colposcopy quality control reviewers.
cNumber, percent agreement, and 95% CI (confidence interval) for Reid colposcopic in-
dex.
dWeighted k.
eBowker test of symmetry.
fMore disagreement in the direction of reviewer 3 . reviewer 1 than in the opposite
direction.
gMore disagreement in the direction of reviewer 3 . reviewer 2 than in the opposite
direction.

Table 3. Colposcopy Quality Control Reviewers’
Pairwise Agreement of Digitized Cervical Image
Technical Quality

Quality

control

reviewersa

Adequacy of cervical

image agreementb

p

valuecn % 95% CI k

1 and 2 2651/3631 73.0 (71.5, 74.4) 0.27 ,0.0001d

1 and 3 1752/2471 70.9 (69.1, 72.7) 0.18 ,0.0001e

2 and 3 1729/2471 70.0 (68.1, 71.8) 0.23 0.04f

aPairs of colposcopy quality control reviewers.
bNumber, percent agreement, and 95% CI (confidence interval) of digitized cervical
image technical quality. Unacceptable classifications include obsuring blood, prolapsing
vaginal sidewalls, poorly focused, unable to see entire squamocolumnar junction, un-
able to see complete cervical lesion if present, and obsuring mucus.
cMcNemar test.
dReviewer 1 rated more images as adequate than reviewer 2.
eReviewer 1 rated more images as adequate than reviewer 3.
fReviewer 3 rated more images as adequate than reviewer 2.

Table 4. Colposcopy Quality Control Reviewers’
Agreement of Cervical lesion Size Based on Cervical
Quadrant Involvement

Quality control

reviewersa

Lesion size (quadrants)

agreementb

kc
p

valuedn % 95% CI

1 and 2 1839/3638 50.5 (48.9, 52.1) 0.42 ,0.0001e

1 and 3 1055/2498 42.2 (40.3, 44.2) 0.33 ,0.0001f

2 and 3 1090/2498 43.6 (41.7, 45.6) 0.38 ,0.0001g

aPairs of colposcopy quality control reviewers.
bNumber, percent agreement, and 95% CI (confidence interval) for lesion size rated as
quadrants (1–4).
cWeighted k.
dBowker test of symmetry.
eMore disagreements were reviewer 2 . reviewer 1 than in the opposite direction.
fMore disagreements were reviewer 1 . reviewer 3 than in the opposite direction.
gMore disagreements were reviewer 2 . reviewer 3 than in the opposite direction.
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control group [9]. The reason for poor colposcopic im-

pression agreement among the colposcopy quality con-

trol group may be the result of the inherent subjective

process involved and the difficulty of evaluating digi-

tized cervical images. This is particularly true when

the quality of the image is less than optimal, as was

the case for many digitized ALTS cervical images. Fur-

thermore should be remembered that our results repre-

sent assessment of static digitized cervical images and

not those results expected when actually examining a pa-

tient with a colposcope.

The colposcopy quality control group demonstrated

fair rates of agreement (84.0% to 89.3%) with respect

to Reid colposcopic index scores. k values (0.23–0.28)

were poor, primarily because of the large number of sub-

jects with minimal cytologic changes and a normal cer-

vix, relative to the number with disease, and to one

reviewer who tended to derive higher scores. Agreement

may have improved if the fourth component of the Reid

colposcopic index, iodine staining, was included in the

trial. A faint acetowhite lesion with a fine vascular pat-

tern may have been classified more accurately by an ad-

ditional assessment after Lugol�s iodine application [11,

12]. Critical examination of the groups� detailed assess-

ments based on typical colposcopic signs (lesion color,

margin, contour, vessels, etc.) may help explain tenden-

cies to over- or underdiagnose.

Modest interobserver agreement is not unique to col-

poscopy. Histologic and cytologic diagnoses vary among

pathologists becauseof the similar subjective task.The in-

terobserver agreement for cytologic andhistologic assess-

ment in the ALTS trial measured by the k statistic was fair

(k = 0.46) [13]. Other studies of interobserver agreement

of histologic diagnoses by pathologists have reported k

values ranging from 0.15 to 0.55 [14, 15]. Comparable

levels of agreement are seen for colposcopists with regard

toassessmentofcolpophotographsandcervigrams [8,16,

17]. Interobserver agreement of colposcopic diagnoses

formulated after review of colposcopy videotapes was

poor (k = 0.17) in a study from the United Kingdom

[18]. We previously reported the agreement of col-

poscopic experts� diagnoses viewing real time video-

recorded colposcopic examinations to be fair (64%; k =

0.42) [19]. This level of interobserver agreementwas sim-

ilar to that of reviewing digitized colposcopic images

(65.2%; k = 0.43) as part of a comparison of two distinct

types of telecolposcopy [20]. The reason for the better

agreement in the aforementioned study compared with

this current analysis may result from a different group

of reviewers, knowledge of the referral Pap smear result,

and a subject populationwith a greater spectrum of cyto-

logic diagnoses. Therefore, diagnostic agreement among

pathologists and clinicians varies substantially whether

examining at themicroscopic or more macroscopic level.

As part of the quality control effort, reviewers

assessed the technical quality of digitized cervical

images. Colposcopists received remedial training if

found to exceed the established threshold for technically

unsatisfactory images. Reviewers had poor k rates when

assessing image quality. This assessment included di-

verse reasons for inadequate images: poorly focused or

too dark, obscuring blood mucus or vaginal sidewalls,

and inability to visualize the entire squamocolumnar

junction. The reported rates of agreement are considered

somewhat disappointing, but this assessment also was

very subjective and reviewers may have inconsistently

tolerated mildly to moderately poor technical quality.

The size of cervical lesions correlates directly with the

severity of disease. The ALTS colposcopy reviewers

demonstrated poor to fair k scores and fair agreement

(71.3%) for estimation of lesion size. Hopman et al.

[17] reported an interobserver agreement rate of 68%

when evaluating colposcopic photographs for lesion

size. Size was determined by quadrants of the cervix in-

volved, as is the case clinically. The ALTS reviewers also

classified lesion size based on the number of quadrants

involved. However, such an assessment may be arbitrary

because a very small, linear lesion may be present in sev-

eral quadrants, yet a much larger lesion may occupy two

entire quadrants. Both these lesions would have been

considered involving two quadrants, but they may rep-

resent two very different levels of neoplasia. Assessment

of lesion area would be a more accurate method to de-

termine lesion size. Investigators at the National Cancer

Institute are planning to evaluate ALTS lesions based on

measurement of surface area. It also is extremely diffi-

cult to determine the exact extent of lesions when

adjoining or embedded within areas of acetowhite im-

mature metaplasia. Consequently, young women with

a large cervical transformation zone and cervical lesion

are exceedinglymore difficult to evaluate. TheALTS pop-

ulation was primarily represented by younger women

who may have made discrimination more challenging

for reviewers compared with appraisal of older women.

Ourassessmentof interobserver agreementofdigitized

cervical images is the first involving a colposcopy quality

control group participating in a large, prospective multi-

site cervical cytology triage study. The reported type of

colposcopyqualitycontrolwascomplexandsophisticated

at the time. However, the results were disappointingly
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poor. Pretrial standardization among quality control

reviewerscouldhaveapositive impactonconsistencyout-

comes [14]. Pending detailed ALTS image analyses by the

National Cancer Institute and the American Society for

ColposcopyandCervicalPathologymayhelp standardize

our assessment skills and improve levels of agreement in

the future.Theavailabilityofnewerdigital image technol-

ogy, including streaming video segments, also may en-

hance concordance.
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